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potential risk factors for the main measure outcome.
Results: The main body consisted of only fenestrations in 72 pa-
tients (48%), only branches in 68 patients (45%) and a combination
of both in 10 patients (7%). Fenestrated devices were implanted
mainly by Crawford type 4 and juxtarenal aneurysms (n ¼ 57, p <
0.001). The target vessels included 104 celiac-, 139 superior
mesenteric-, 268 renal- and 3 other arteries. The technical success
amounted to 99.6% (511 out of 515 target vessels). Balloon
expandable BSG were mainly used (n 490, 95.7%) and in 329 was
relining stent combined (64.4%). Main reasons for technical failure
were the dislocation of the main body (n ¼ 2) and unsuccessful
cannulation (n ¼ 2). One could be revascularized by means of the
periscope technique. Three renal arteries in two patients (0.5%)
occluded perioperatively.
After a mean follow-up of 11 months (range 1e41), 5 other
renal artery occlusions (0.9%) occurred and 17 BSG-reinterventions
(3%) were performed (Figure: residual distal type 1 endoleak celiac
artery after renal extension). No SMA occlusion was reported. The
patency and freedom-from-reintervention rate at 2 years amoun-
ted to 97% and 93% respectively.
Revascularization of the renal artery and use of a branched
main body were the only independent risk factors for occlusion
(odds ratio: 11.7; 95% CI: 1.4e91.9 P ¼ 0.03 and 3.4; 95% CI: 0.9e
13.3 P ¼ 0.03, respectively). The branched main body was also risk
factor for reintervention (odds ratio 4.0; 95% CI: 1.2e13.4 P ¼
0.002). Of note, use of relining stents seems not to prevent BSG-
related complications.
Conclusion: The currently used BSGs are showed low occlusion
and reintervention rates. Outcomes after bEVAR and revasculari-
zation of the renal arteries might be improved by means of a
dedicated device. SMA-related complications are rare or probably
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Introduction: Reliance on endovascular techniques and increasing
procedural complexity means that the vascular interventionalist is
exposed to signiﬁcant radiation doses, particularly to unprotected
body parts.We aimed to directly measure head and body radiation
exposure to the operating team during complex endovascular
aortic procedures.
Methods: Between November 2013 and April 2014, consecutive
elective branched and fenestrated endovascular aortic repairs
(EVAR) performed in a hybrid operating theatre were prospec-
tively analysed. Body (over-lead and under-lead) and head doses
were measured for the primary (PO) and assistant operator (AO)
using electronic dosimeters (Hitachi-Alokai). Fluoroscopy time,
digital subtraction angiography (DSA) acquisition time, C-arm
angulation and dose area product (DAP) were recorded. Data were
analysed using ManneWhitney U test and logistic regression
modelling.
Results: Twelve cases were analysed (Crawford II [n ¼ 3], Crawford
III [n ¼ 2], Crawford IV [n ¼ 7]), with a median operative time of
230min (IQR 180e308). Median age was 76 yr (71e80); median
body mass index was 28.6 kg/m2 (25.4e32.0); 85% male. Stent
grafts incorporated branches only (n¼ 4), fenestrations only (n¼ 6)or a mixture of branches and fenestrations (n ¼ 3). A total of 17
branches and 24 fenestrations were cannulated and stented.
Head dose was signiﬁcantly higher in the PO compared with AO
(53 mSv [19e106] versus 10 mSv [6e25], respectively; p¼ 0.014), as
was over-lead body dose (87 mSv (43e114) versus 9 mSv (5e36),
respectively; p ¼ 0.003). The corresponding under-lead doses were
similar between operators (p ¼ 0.241). Left anterior oblique (r2 ¼
0.53; p¼ 0.009) and cranial (r2¼ 0.63; p¼ 0.007) C-arm angulation,
and time to cannulation of the superior mesenteric artery (r2 ¼
0.62; p ¼ 0.01) were predictors of greater PO head dose exposure.
Conclusion: The head is an unprotected area that receives a sig-
niﬁcant radiation dose during complex EVAR. The deleterious ef-
fects of exposure to this area are not fully understood. Operators
should be cognisant of head exposure increasing with angulation
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Introduction: Objective: to report on epidemiology, risk factors,
diagnosis, treatments and outcomes in a series of patients previ-
ously treated by EVAR and with an infection diagnosed from 1 to
72 months after endograft implantation, collected by the Italian
Registry of Infection in EVAR (R.I.-EVAR).
Methods: From June 2012 to October 2013 twenty-six cases of
abdominal aortic endograft infection were recorded. Cases
collected were available for patients submitted to EVAR implan-
tation from January 2004 to June 2013. Comparative perioperative
and long-term mortality rate analysis was performed with respect
to type of infection treatment, presence of aorto-enteric ﬁstula,
type of endograft employed and presence of risk factors for
infection. Signiﬁcance was set at p <0.05.
Results:Mean time from EVAR treatment to infection diagnosis was
20.5  20.3 months (range 1e72). In 6 cases (23.1%) an aorto-
enteric ﬁstula (AEF) was detected. Positive tissue cultures were
found in 76.9% of patients. More than 1 infectious agent was found
in 19.3% of cases. EVAR infection treatment was conservative in 4
cases, endovascular in 2. Endograft excision was performed in 10
cases by conventional treatment (aortic stump þ extra-anatomic
bypass) and in 10 cases by in situ reconstruction (cryopreserved
allograft or rifampicin-soaked silver Dacron graft). Overall mortality
was 50% in all treatment groups. 30-daymortality was 38.4% (10/26
cases). Four patients with AEF died in the ﬁrst month following
treatment (66.6%). Mean time from infection treatment to
infection-related death was 1.25  0.62 months. Suprarenal
endografts required a more proximal aortic cross-clamping for
removal and were burdened by higher mortality rates than
infrarenal endografts (p ¼ 0.01). No signiﬁcant difference was
encountered in 30-day and overall mortality respect to presence of
risk factors and presence of AEF. Total survival after infection
treatment in 13 cases was 27.9  22.4 months (range 2e74).
Conclusion: EVAR infection diagnosis is burdened by extremely
high mortality rates. Prospective registries could help monitoring
outcomes in EVAR infection patients and possibly developing
new surveillance protocols. Preventive treatment strategies are
needed and should be developed in close collaboration with
industries.
